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Piezoresistive AFM cantilevers 
surpassing standard optical beam 
deflection in low noise topography 
imaging
Maja Dukic, Jonathan D. Adams & Georg E. Fantner
Optical beam deflection (OBD) is the most prevalent method for measuring cantilever deflections 
in atomic force microscopy (AFM), mainly due to its excellent noise performance. In contrast, 
piezoresistive strain-sensing techniques provide benefits over OBD in readout size and the ability to 
image in light-sensitive or opaque environments, but traditionally have worse noise performance. 
Miniaturisation of cantilevers, however, brings much greater benefit to the noise performance of 
piezoresistive sensing than to OBD. In this paper, we show both theoretically and experimentally 
that by using small-sized piezoresistive cantilevers, the AFM imaging noise equal or lower than the 
OBD readout noise is feasible, at standard scanning speeds and power dissipation. We demonstrate 
that with both readouts we achieve a system noise of ≈0.3 Å at 20 kHz measurement bandwidth. 
Finally, we show that small-sized piezoresistive cantilevers are well suited for piezoresistive 
nanoscale imaging of biological and solid state samples in air.
Of the methods proposed to detect cantilever deflection in atomic force microscopy (AFM)1, the optical 
beam deflection method (OBD)2,3 remains predominant, due to its low noise, its reliability and its abil-
ity to use a variety of cantilever sensors. OBD readout uses a focused laser beam to measure cantilever 
angular changes caused by deflection of the cantilever tip (see Fig.  1a). The laser beam reflects from 
the cantilever surface towards a position sensitive detector, where a shift in the laser spot position is 
measured. Further signal processing is usually achieved by using a transimpedance amplifier and voltage 
arithmetic electronics4,5.
The OBD method also has certain limitations, including a cumbersome measurement setup requiring 
frequent laser alignment and a cantilever with a reflective surface, and imaging artefacts due to stray 
light reflected by the sample surface. The latter phenomenon is a problem particularly in high quality 
metrology applications for the semiconductor industry6. Furthermore, due to the optical diffraction limit, 
only cantilevers with widths down to a few micrometres are usable for imaging. It is well-known that 
a reduction in cantilever size increases both sensitivity and detection speed7,8, and this diffraction limit 
presents a major barrier for the use of OBD readout with increasingly miniaturized cantilevers. Beyond 
the OBD technique, many other deflection sensing techniques were proposed in the past: capacitive9–13, 
doped silicon and polysilicon piezoresistive14–22, piezoelectric23–26, magnetic27,28 and thin metal film7,29,30 
deflection sensing. Techniques with strain-sensing elements incorporated in the cantilever are of a par-
ticular interest, offering several advantages over external readout techniques31. These include a compact 
measurement setup that occupies little space and allows for integration in large cantilever arrays, imaging 
in environments with low or varying optical transparency, imaging of samples with geometrical con-
straints, imaging of light-sensitive samples, and potential to detect submicron-sized cantilevers7.
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Initial piezoresistive self-sensing cantilevers primarily used doped silicon resistors14,15,17,19–22, followed 
by cantilevers with polysilicon32–35 and thin metal film7,29,30 strain-sensing resistors. Piezoresistors measure 
strain through a change in resistivity (effect dominant in semiconductors) and a change in geometry (effect 
dominant in metals). Piezoresistive cantilevers are made using standard silicon manufacturing processes 
and can use a simple measurement setup. The sensors are usually configured in a Wheatstone bridge with 
differential amplification, where the measured voltage is directly proportional to the cantilever deflection 
(Fig.  1b). Concurrently to piezoresistive cantilevers, piezoelectric self-sensing cantilevers using various 
materials (PZT, ZnO, AlN) were developed23–26. Numerous other self-sensing techniques were also demon-
strated in the past36–40, although, none became preferable over optical sensing in routine AFM imaging, 
due to the comparatively lower signal-to-noise ratio (SNR), detection speed or complexity of integration.
Most self-sensing techniques have been applied on large cantilevers equally well suited for optical 
readout (in 100s of micrometres) or with cantilever dimensions optimized for force sensing and softer 
imaging. Although strain-sensing techniques are less suitable for force sensing, they are very well suited 
for achieving high topography resolution. These large piezoresistive self-sensing cantilevers even achieved 
low noise imaging14,16, although with low bandwidth and higher cantilever heating. With the continu-
ing reduction of cantilever sizes to the range of tens of micrometres, the performance of strain-sensing 
methods in deflection sensing drastically increases. In this work, we show both theoretically and experi-
mentally that smaller size piezoresistive cantilevers permit AFM imaging with noise equal or lower than 
with OBD readout. We performed a comparison of the imaging noise achievable with the OBD and the 
piezoresistive readout, in an amplitude modulation AFM (AM-AFM) mode in air on a commercial AFM 
system. At 20 kHz measurement bandwidth, with both readout techniques, we achieve a deflection noise 
of ≈ 0.3 Å, which is the noise level specified for this specific commercial AFM instrument. Finally, we 
demonstrate that the piezoresistive cantilevers are suitable for nanometre and angstrom scale imaging of 
solid state samples or even biological samples in air, at standard AFM imaging scan rates.
Optical beam deflection readout measures angle, piezoresistive readout measures 
strain
A fundamental difference between OBD and strain-sensing readout is the way they measure cantilever 
deflection. An OBD readout measures cantilever deflection through angular changes (see Fig.  2a). If a 
cantilever free end deflection Δ z produces an angular change θ at the laser beam position (x = l − lb/2, 
where l is the cantilever length and lb is the diameter of the laser beam, along the cantilever length), then 
the signal measured by the optical readout will be proportional to θ( )tan 2  where
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(see Supplementary Section I). For small bending angles, θ θ( ) ≈tan 2 2 . Also, if l lb the term in the 
brackets can be neglected. However, this term should be taken into account if cantilever dimensions 
become on par with laser spot dimensions (10s of microns).
A strain-sensing readout measures cantilever deflection through the strain induced in the sensor. An 
average longitudinal strain in a sensor positioned at the cantilever fixed end (see Fig. 2b), induced by the 
cantilever free end deflection Δ z can be approximated as41–43
Figure 1.  A schematic representation of the measurement setup and the major noise sources present 
in (a) OBD readout and (b) piezoresistive readout. (a) In OBD readout the major noise sources are: 1. 
Cantilever thermomechanical noise 2. Laser noise 3. Photodiode shot noise 4–5. Voltage and current noise 
of an amplifier 6. Noise of a feedback resistor. (b) In piezoresistive readout the major noise sources are: 1. 
Cantilever thermomechanical noise 2. Wheatstone bridge resistor noise 3. Bridge voltage reference noise 
4–5. Voltage and current noise of a differential amplifier.
www.nature.com/scientificreports/
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where l and t are the cantilever length and thickness; and ls and ts are the piezoresistor length and 
thickness.
From equations (1) and (2), one can conclude that changing the cantilever length adjusts the sensitiv-
ity of both optical and piezoresistive readout. Specifically, a length decrease will increase the measured 
signal for a given displacement in both readouts. Figure  3 shows the relative change in tan(2θ) and ε 
for varied cantilever length and thickness. A decrease in cantilever length has a much higher impact on 
piezoresistive readout performance than on OBD performance.
Additionally, from equation (2) we notice that increasing the cantilever thickness improves the deflec-
tion sensitivity of piezoresistive readout but does not affect the sensitivity of OBD readout. Based on 
the results in Fig.  3, we conclude that decreasing the cantilever length and increasing the cantilever 
thickness significantly improve the deflection sensitivity of piezoresistive readout, but only marginally 
improve the deflection sensitivity of OBD readout. However, decreasing the length and increasing the 
Figure 2.  A schematic illustration of (a) OBD and (b) piezoresistive sensing principles. (a) OBD readout 
measures changes in the bending angle. Upon cantilever deflection, the laser spot will shift towards the 
cantilever free end. Also, the distance travelled by the laser will change due to Δ z. However, in most cases 
these effects are negligible. The most important effect is the change of the angle of the reflected laser beam, 
equal to 2θ, where θ is the cantilever bending angle at the laser spot position. The laser spot should be 
positioned close to the cantilever free end, where the change in the angle is the highest. (b) Piezoresistive 
readout measures changes in the induced strain. The strain is always zero on the cantilever neutral line 
(dashed red line), along the whole cantilever length. The strain varies linearly along the cantilever thickness, 
with maximum compressive strain at the bottom, zero strain at the neutral line and maximum tensile strain 
at the top (coloured arrows). Along the cantilever length, strain also varies linearly from a maximum at the 
cantilever fixed end to zero at the cantilever free end (coloured arrows). Therefore, the piezoresistor should 
be positioned at the regions of maximum strain – the top or bottom surface of the cantilever fixed end.
Figure 3. Effect of cantilever dimensions on the maximal bending angle (at x = l) and maximal strain (at 
x = 0) induced in the cantilever. The figure shows the relative change in cantilever bending angle: 
θ θ∆ ( ( ))/ ( ( ))l ltan 2 tan 2 0  , where l0 = 100 μ m and the relative change in generated strain: 
ε ε∆ ( , )/ ( , )l t l t0 0 , where l0 = 100 μ m, l0 = 2 μ m. A decrease in cantilever length and increase in cantilever 
thickness will increase strain, and hence performance, of piezoresistive readouts by over an order of 
magnitude. At the same time, in OBD readouts, performance increase is only a few fold.
www.nature.com/scientificreports/
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thickness also strongly increases the cantilever spring constant. For AFM applications that require soft 
cantilevers, increasing the deflection sensitivity at the cost of a higher spring constant is not suitable. For 
AFM imaging applications such as AM-AFM mode in air however, high spring constants of 10s of N/m 
are used to overcome surface adhesion due to the absorbed water layer. In this application, miniaturized 
piezoresistive cantilevers can perform very well.
Noise sources in the cantilever deflection measurements
We classify noise sources in both OBD and strain-sensing readouts into three main groups: noise com-
ing from the actual motion of the cantilever, noise coming from the measurement principle, and noise 
coming from the readout electronics. In each readout, these noise sources in combination determine 
the minimum detectable deflection (MDD), which is the deflection that causes the output voltage of the 
readout to be equal to the root mean square (RMS) voltage noise44.
Brownian motion causes spontaneous oscillations in microcantilevers, such that each mode of the 
cantilever oscillation has the same average thermal energy k TB 45. These thermal fluctuations are referred 
to as the thermomechanical noise. Figure  1a,b indicates this noise with number 1. Butt and Jaschke46 
derived the mean square deflection at the free end of the cantilever for each oscillating mode:
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where k is the cantilever spring constant, kB is the Boltzmann constant, T is the temperature and αi is a 
constant that is different for each oscillating mode. This noise scales slightly differently in piezoresistive 
and OBD readouts due to the measurement of displacement as an angle (OBD) or displacement as strain 
(piezoresistive); for details, see Supplementary Sections IV and VI.
Noise coming from the measurement principle involves laser and photodiode noise for OBD readout 
and resistor noise for piezoresistive strain-sensing readout. Laser noise in OBD readout (labelled as 
number 2 in Fig. 1a) comes from both fluctuations in the laser beam intensity and the spatial distribu-
tion, and from laser mode hopping4,47. Photodiode shot noise (labelled as number 3 in Fig. 1a) comes 
from statistical fluctuations in the number of photons emitted by the laser. For a well-designed system, 
this noise is usually dominant in OBD readout and it sets the lower limit for the deflection noise4,47. The 
inherent noise for piezoresistive strain-sensing readout is the resistor noise in the Wheatstone bridge. 
It includes both 1/f and Johnson resistor noise (labelled as number 3 in Fig. 1b). For the frequencies of 
interest in AM-AFM, Johnson noise usually predominates.
Finally, in both readouts there are also noise sources coming from the measurement electronics. In 
OBD readout electronics, the main noise sources are voltage and current noise of the transimpedance 
amplifier (labelled as numbers 4 and 5 in Fig. 1a), the transimpedance feedback resistor noise (labelled 
as number 6 in Fig. 1a) and the voltage divider noise (where the voltage divider is used in subsequent 
signal processing). In piezoresistive strain-sensing readout electronics, the main noise sources are noise 
of the bridge voltage reference (labelled as number 3 in Fig. 1b) and the voltage and current noise of the 
differential amplifier (labelled as number 4 and 5 in Fig. 1b).
AFM imaging noise measurement procedure and obtained data
We measured our AFM system noise for the same cantilever using both OBD and piezoresistive readout. 
The cantilevers used in the measurements were 300 × 100 μ m and 70 × 30 μ m sized piezoresistive silicon 
cantilevers (PRSA and PRS probes, SCL-Sensor.Tech. Fabrication GmbH, Austria) presented in Fig.  4a,b. 
Figure 4.  SEM images of representative (a) 300 × 100 μm and (b) 70 × 30 μm silicon piezoresistive 
cantilevers used for noise measurements and AFM imaging. (a) The large-sized piezoresistive cantilever 
has a meander-like patterned heater resistor for thermal actuation (close to the free end, not used in 
measurements) and two active piezoresistors (close to the fixed end). (b) The small-sized piezoresistive 
cantilever has two active piezoresistors along its length.
www.nature.com/scientificreports/
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These cantilevers have a thickness from 4–6 μ m and a resonance frequency around 80 kHz (300 × 100 μ m) 
and 850 kHz (70 × 30 μ m). The measured mechanical bandwidth of these cantilevers is around 0.8 kHz 
(300 × 100 μ m) and 3 kHz (70 × 30 μ m). We performed all measurements using a Bruker MultiMode 8 AFM 
system. We custom-made a cantilever holder enabling simultaneous optical and electrical readout to adapt 
into the MultiMode AFM head (see Supplementary Section II). A stack piezo actuator (PL022.30, Physik 
Instrumente, USA) integrated in the holder excited the cantilever resonance. The backside of the silicon 
cantilevers was sufficiently reflective for OBD measurements such that no reflective coating was required.
We characterised the RMS AFM imaging noise using 2D “noise images” in AM-AFM mode with each 
cantilever, using both the OBD and piezoresistive readout (see methods section for details). Figures 5a,c 
present the noise images, and Fig. 5b,d present the corresponding noise histograms.
For the large-sized cantilevers (300 × 100 μ m), we used a lock-in measurement bandwidth of 4.8 kHz, 
a free amplitude of 50 nm and an amplification gain for the piezoresistive readout of 1000. Such large 
amplitude was necessary as these cantilevers exhibit a very strong long-range damping and high surface 
adhesion. For the small-sized cantilevers (70 × 30 μ m) we used a lock-in measurement bandwidth of 
20 kHz, a free amplitude of 20 nm and an amplification gain for the piezoresistive readout of 100. As 
expected, the imaging noise of the large-sized cantilevers with the piezoresistive readout was several 
times higher (around 1 Å) than it was with the OBD readout (0.25 Å). On the other hand, the imaging 
noise of the small-sized cantilevers measured with the piezoresistive readout was 0.32 Å, while the noise 
obtained with the OBD readout was 0.35 Å. Therefore, at the measurement bandwidth of 20 kHz we 
achieved with both readouts a deflection noise ≈ 0.3 Å, which is the Z noise level specified for the Bruker 
Multimode 8 AFM using AM-AFM mode in air at zero scan size48. To verify these results, we performed 
noise measurements with several small-sized cantilevers.
AFM imaging with piezoresistive readout. In order to show image quality achievable with pie-
zoresistive readout, we used small-sized piezoresistive cantilevers to image several AFM samples with 
very low topography features (see Fig.  6a–c). We obtained all AFM images using AM-AFM imaging 
mode in air at 1 Hz scan rate. Figure 6a presents an AFM image of a collagen fibril showing the charac-
teristic 67 nm spaced bending pattern. The collagen fibril corrugation depth is only a few nanometres. 
Figure 6b presents an AFM image of a housefly eye corneal surface pattern, showing maze-like features 
of only ~10 nm height. Figure 6c presents an AFM image of a highly ordered pyrolytic graphite (HOPG) 
showing graphite atomic steps. We chose a topography line (see Fig. 6c, the dashed green line), whose 
profile is presented in Fig. 6d. The line profile clearly shows that topography features of order 2 Å can be 
easily discerned using piezoresistive readout.
Figure 5. Noise measurements with OBD and piezoresistive readout. 300 × 100 μm piezoresistive 
cantilever: (a) Deflection noise measured with OBD and piezoresistive readout and (b) the corresponding 
noise histograms. 70 × 30 μ m piezoresistive cantilever: (c) Deflection noise measured with the OBD and 
piezoresistive readout and (d) the corresponding noise histograms.
www.nature.com/scientificreports/
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Effect of the cantilever dimensions on different noise terms and achievable MDD. We per-
formed theoretical calculations of the MDD achievable with both readouts, depending on the cantilever 
dimensions. The total deflection noise or MDD in both readouts can be expressed as
= ( ⋅ + ⋅ ) ⋅ ( )MDD CF N DS N B 4th el
2
where Nth is the on-resonance thermomechanical noise power spectral density (PSD), CF is a correction 
factor determined for each readout (see Supplementary Sections IV and VI for details); DS is the deflec-
tion sensitivity of the readout (in units of distance per Volts or distance per Amperes); Nel represents the 
entire electrical noise PSD (coming from both measurement principle noise terms and the readout elec-
tronics), and B is the lock-in measurement bandwidth, usually set close to the mechanical bandwidth of 
the cantilever BCNT . Although in AM-AFM mode the amplitude sensitivity, rather than deflection sensi-
tivity should be used for scaling of the electrical noise N el, we assume that for stiff samples in air the 
deflection and amplitude sensitivity have very close values49–51. This assumption applies to the exact 
imaging conditions we propose for piezoresistive readout.
All terms in equation (4) depend on the cantilever geometry, except for N el, which remains constant. 
We estimated the influence of cantilever dimensions on the MDD and on the individual terms in equa-
tion (4), for both readouts (see Fig. 7a–d).
We compared the piezoresistive readout noise for small-sized cantilevers to the noise performance of 
a custom AFM head designed for OBD AFM imaging with small-sized cantilevers52. (See Supplementary 
Section III for OBD readout parameters.) We assumed that photodiode shot noise limits the total elec-
trical noise of the OBD readout. We performed the noise calculations for the OBD readout using a 
procedure similar to that of Fukuma et al.47 (see Supplementary Section IV for details). For the case of 
piezoresistive readout we used the parameters estimated for 70 × 30 μ m sized piezoresistive silicon can-
tilevers (PRS probes, SCL-Sensor.Tech. Fabrication GmbH, Austria). These cantilevers have two active 
Figure 6. AFM images of biological and solid state samples obtained using piezoresistive readout.  
(a) An AFM image of a collagen fibril showing the characteristic 67 nm spaced bending pattern. (b) An 
AFM image of a housefly eye corneal surface pattern showing ~10 nm high features (c) An AFM image of a 
graphite (HOPG) surface, showing atomic steps. (d) The selected topography line demonstrates discernible 
topography features of order of 2 Å.
www.nature.com/scientificreports/
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and two passive p-type Boron doped piezoresistors which form a Wheatstone bridge (see Supplementary 
Section V for details). The noise calculations using the piezoresistive readout were performed using a 
procedure similar to one derived in41–43 (see Supplementary Section VI for details). In the calculations, 
we explored various cantilever geometries while keeping the piezoresistor dimensions and the doping 
properties constant. We varied the cantilever length from 50 to 300 μ m with a constant length-to-width 
ratio at l/w = 70/30. We performed the calculations for three chosen cantilever thicknesses: 4 μ m, 5 μ m 
and 6 μ m.
Figure 7a presents the on-resonance thermomechanical noise power spectral density of the cantilever 
free end N th, for a range of different cantilever dimensions. N th decreases for smaller lengths and larger 
thicknesses, corresponding to the cantilever geometries preferred for strain-sensing. Figure 7b presents 
the deflection sensitivity of the OBD readout and the piezoresistive readout. A dashed line indicates the 
OBD deflection sensitivity DSOBD which does not depend on the cantilever thickness. Three solid lines 
show the piezoresistive deflection sensitivity DSPIEZO, for three different cantilever thicknesses. Both 
deflection sensitivities are referred to the input of the first amplifying stage (the output of the photodiode 
for the OBD readout and the input of the Wheatstone bridge for the piezoresistive readout).
Lower values of the deflection sensitivity (distance units per Volts or Amperes) correspond to better 
performance of the readout. From Fig. 7b, we see that deflection sensitivity will improve with the canti-
lever length decrease, for both readouts. However, length decrease improves DSPIEZO more significantly 
than DSOBD. In addition, increasing the cantilever thickness further improves the performance of the 
piezoresistive readout.
The cantilever mechanical bandwidth BCNT  (estimated as pi∼ /f Q0 , see Supplementary Section VII 
for details) increases with shrinking cantilever dimensions (see Fig. 7c). A cantilever with higher BCNT  
will respond more quickly to topography changes and allow for faster AM-AFM imaging. A higher BCNT  
will also allow for a higher lock-in measurement bandwidth B. Although this permits faster AM-AFM 
detection, a higher B also increases the deflection noise. However, if faster scanning is not required, 
choosing a lower measurement bandwidth will decrease the imaging noise.
Figure 7. The effect of cantilever dimensions on terms contributing to deflection noise and achievable 
MDD, for both OBD and piezoresistive strain-sensing readout. (a) On-resonance thermomechanical noise 
power spectral density of the cantilever free end irrespective of detection method. (b) Deflection sensitivity 
of the OBD readout DSOBD (dashed line, left axis in mm/A) and the piezoresistive readout DSPIEZO (full lines, 
right axis in mm/V). DSOBD is independent of the cantilever thickness. (c) The cantilever mechanical 
bandwidth, estimated as pi /f Q0 . (d) A comparison of the theoretically achievable MDD, with OBD readout 
(dashed line) and piezoresistive readout (full lines), for several different cantilever thicknesses over the 
defined length range. The length-to-width ratio used is 70/30.
www.nature.com/scientificreports/
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Even for a lock-in measurement bandwidth B set close to BCNT , the overall achievable MDD still 
decreases with a decrease of the cantilever length (see Fig. 7d). The results presented in Fig. 7d suggest 
a set of cantilever dimensions, at which point the piezoresistive strain-sensing readout MDD equals the 
MDD of the OBD readout. After this point, piezoresistive readout performs better than the OBD readout 
in achievable MDD. Although DSOBD is independent of cantilever thickness, both the cantilever thermo-
mechanical noise N th and the cantilever mechanical bandwidth BCNT  depend on thickness; therefore, a 
MDD achievable with OBD readout also depends on the cantilever thickness.
Any decrease in cantilever length and increase in thickness (at constant l/w ratio) inevitably leads to 
an increase of the spring constant. For cantilever dimensions we analysed, the spring constants range 
from 10s N/m to 100s N/m (see Supplementary Section VIII for details). The required cantilever spring 
constant for AFM depends strongly on the application and the imaging mode and can span up to four 
orders of magnitude. For AM-AFM imaging in air, cantilevers usually have spring constants in the range 
from few N/m up to 100 N/m. Traditionally, cantilevers with spring constants in hundreds N/m are 
considered very stiff and unsuitable for imaging soft samples, and are often identified with a rapid tip 
wear. However, tip wear comes mainly from lateral forces occurring when the feedback loop cannot 
compensate surface topography fast enough. A stiffer cantilever with a higher resonance frequency and 
a higher mechanical bandwidth enables a faster feedback, and hence mitigates the negative effect of the 
high spring constant on the tip wear. Furthermore, in certain AFM applications, k of the order of several 
hundred to several thousand is desired and successfully used53. Stiffer cantilevers also avoid the prob-
lem of surface adhesion that limits the use of softer cantilevers for AM-AFM imaging in air. Therefore, 
despite higher spring constants, cantilevers with the proposed dimensions are well suited for AM-AFM 
imaging of stiff samples in air.
Discussion
Because piezoresistive sensors measure the strain in the cantilever they are best suited for cantilevers 
with larger thickness and higher spring constants. While this type of cantilever is not well suited for 
force sensing, we demonstrated that it is very well suited for deflection sensing and imaging of small 
feature topographies.
In this paper, we discussed the cases of two specific electronic readouts: an OBD readout using a tran-
simpedance amplifier and voltage arithmetic electronics, and a piezoresistive readout using a Wheatstone 
bridge and a differential amplifier. Other types of electronic signal processing also exist for both OBD54 
and piezoresistive55 readout. However, the electronic readouts that we have chosen to analyse are up to 
present the most commonly used ones.
The low noise instrumentation amplifier we used in our measurements and calculations (see the meth-
ods section) has a 4 MHz bandwidth at 10×  gain. A wide range of cantilevers with geometries where 
piezoresistive readout outperforms OBD readout have resonance frequencies within this bandwidth. For 
further improvement (e.g. higher frequencies), alternate readout setups should also be investigated55.
An additional two-fold increase in the piezoresistive readout signal could be achieved by incorporat-
ing four active piezoresistors on the cantilever, with two piezoresistors each on both the tensile and com-
pressive sides respectively. However, the fabrication of such a cantilever would become very challenging.
We showed that with a measurement bandwidth of 20 kHz and an estimated resistor power dissipation 
of around 2 mW, the measured imaging noise with the piezoresistive readout is only ≈ 0.3 Å. However, it 
is the tip temperature, rather than overall cantilever dissipation that is critical in AFM. We simulated the 
cantilever heating and concluded that the tip temperature was on par with the temperatures occurring 
in OBD readout.
We didn’t discuss the application of the proposed piezoresistive cantilevers for measurements in fluids. 
Even though imaging in fluid with piezoresistive cantilevers is possible56,57, stiff cantilevers are generally 
not well suited for imaging of soft biological samples, which are the most common samples that demand 
a fluid environment.
Although miniaturisation improves cantilever performance, shrinking cantilever dimensions becomes 
problematic for both readout methods. For OBD readout, cantilever dimensions close to the optical 
diffraction limit result in laser light spill over and a loss of signal. On the other hand, in piezoresistive 
readout, fabrication of shallow piezoresistors (necessary to maintain signal-to-noise performance) is very 
challenging20,21. While the former issue is fundamental, the latter issue is addressable through further 
developments in the fabrication process of piezoresistive cantilevers.
Outlook. In this paper, we demonstrated, both theoretically and experimentally that small-sized can-
tilevers can have equal or better AFM imaging noise performance using piezoresistive readout than 
using OBD readout. This result refutes the common belief that self-sensing cantilevers are always noisier 
than optically detected cantilevers. For AM-AFM imaging in air, small-sized and high spring constant 
cantilevers offer a viable alternative to optical beam deflection. They enable a whole set of different appli-
cations where OBD readout is either not practical or not possible. In the future, further improvements 
in microfabrication and development of improved strain sensing materials may allow miniaturisation of 
AFM cantilevers below the optical diffraction limit. Such ultra-miniature cantilevers will further increase 
www.nature.com/scientificreports/
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the sensitivity and speed of cantilevers for next generation high-speed AFMs. Therefore, we hope that 
this result stimulates further advances in miniaturisation of piezoresistive self-sensing cantilevers.
Methods
Piezoresistive readout. The electrical piezoresistive readout setup was custom designed and fabri-
cated. It consisted of an instrumentation amplifier and additional amplification stages. Two active pie-
zoresistors integrated on the cantilever body and two passive piezoresistors integrated on the cantilever 
chip formed a Wheatstone bridge used for piezoresistive readout. The bridge resistance was around 1 kΩ , 
for both large (300 × 100 μ m) and small (70 × 30 μ m) sized cantilevers. A 2 V input voltage was supplied 
to the bridge. The output signals from the bridge were sent to a low noise instrumentation amplifier 
AD8429 (Analog Devices, USA) and afterwards signal was amplified by additional amplification stages. 
The total amplification gain of the measured electrical signal is switchable to either 100 or 1000. The 
amplified signal was input to the Bruker AFM Nanoscope controller as the deflection signal at the IN0 
input of the signal access module.
Noise measurement procedure. We performed all noise measurements in AM-AFM. In order to 
obtain the 2D “noise image”, we performed the following procedure: first, we set the AFM image scan 
size to a value small enough that the tip can be considered as not moving and that there is no change in 
the surface topography (e.g. 0.01 nm). Then, the proportional and integral gains of the AFM PI controller 
were set to a very small value, just to prevent the cantilever from drifting off the surface. As the gains are 
set so low, almost the entire signal obtained from the “surface topography” is present in the amplitude 
error image. Since we consider that there is no change in surface topography, we can assume that the 
entire amplitude error signal actually represents noise present in the system. The amplitude error images 
taken in volts are scaled by the measured amplitude sensitivity parameter in order to obtain a 2D image 
of the noise in distance units. Using AFM image processing software58 and processing the distribution 
of the pixel heights in the 2D noise image an RMS value of the noise was derived.
AFM imaging and sample preparation. We performed all AFM imaging in AM-AFM mode using 
a custom made piezoresistive cantilever holder with readout electronics in combination with a commer-
cial AFM system (Bruker MultiMode 8). The images were taken in air at 1 Hz scan rate and at resonance 
frequencies in the range of 840–860 kHz. We extracted collagen from a rat tail tendon as described in59. 
To prepare the corneal sample from a captured housefly, we dissected the head from the body with a 
scalpel, and afterwards an eye from the head in the same fashion. We used a scalpel to break the eye 
into several pieces, and some pieces were attached to an AFM sample disc via double-sided sticky tape. 
A freshly cleaved HOPG sample was prepared by cleaving a block of HOPG (PFQNM-SMPKIT-12M, 
Bruker, USA) with a sticky tape.
AFM image processing. AFM images were processed using Gwyddion58. We used standard AFM 
image processing steps: levelling sample tilt by plane subtraction, removing scanner bow by 2D polyno-
mial fitting, line-by-line matching of height median and line-by-line linear fitting. Lastly, some images 
are presented as pseudo-three-dimensional images.
References
1. Binnig, G., Quate, C. F. & Gerber, C. Atomic force microscope. Phys. Rev. Lett. 56, 930–933 (1986).
2. Meyer, G. & Amer, N. M. Novel optical approach to atomic force microscopy. Appl. Phys. Lett. 53, 1045–1047 (1988).
3. Alexander, S. et al. An atomic-resolution atomic-force microscope implemented using an optical lever. J. Appl. Phys. 65, 164–167 
(1989).
4. Fukuma, T., Kimura, M., Kobayashi, K., Matsushige, K. & Yamada, H. Development of low noise cantilever deflection sensor for 
multienvironment frequency-modulation atomic force microscopy. Rev. Sci. Instrum. 76, 053704 (2005).
5. Enning, R. High Frequency Atomic Force Microscopy. PhD dissertation, ETH Zurich University, Switzerland, Department of 
Mechanical and Process Engineering (2011).
6. Eaton, P. & West, P. Atomic Force Microscopy. Ch. 6.6.3, 135–137 (Oxford University Press, 2010).
7. Li, M., Tang, H. X. & Roukes, M. L. Ultra-sensitive NEMS-based cantilevers for sensing, scanned probe and very high-frequency 
applications. Nat. Nanotechnol. 2, 114–120 (2007).
8. Kodera, N., Yamamoto, D., Ishikawa, R. & Ando, T. Video imaging of walking myosin V by high-speed atomic force microscopy. 
Nature 468, 72–76 (2010).
9. Brugger, J., Buser, R. A. & Rooij, N. F. de. Micromachined atomic force microprobe with integrated capacitive read-out. 
J. Micromechanics Microengineering 2, 218–220 (1992).
10. Blanc, N. Scanning force microscopy in the dynamic mode using microfabricated capacitive sensors. J. Vac. Sci. Technol. B 14, 
901–905 (1996).
11. Forsen, E. et al. Ultrasensitive mass sensor fully integrated with complementary metal-oxide-semiconductor circuitry. Appl. Phys. 
Lett. 87, 043507 (2005).
12. Kim, S. J., Ono, T. & Esashi, M. Capacitive resonant mass sensor with frequency demodulation detection based on resonant 
circuit. Appl. Phys. Lett. 88, 053116 (2006).
13. Verd, J. et al. Monolithic mass sensor fabricated using a conventional technology with attogram resolution in air conditions. Appl. 
Phys. Lett. 91, 013501 (2007).
14. Tortonese, M., Barrett, R. C. & Quate, C. F. Atomic resolution with an atomic force microscope using piezoresistive detection. 
Appl. Phys. Lett. 62, 834–836 (1993).
15. Linnemann, R., Gotszalk, T., Hadjiiski, L. & Rangelow, I. W. Characterization of a cantilever with an integrated deflection sensor. 
Thin Solid Films 264, 159–164 (1995).
www.nature.com/scientificreports/
1 0Scientific RepoRts | 5:16393 | DOI: 10.1038/srep16393
16. Jumpertz, R., Hart, A. v. d., Ohlsson, O., Saurenbach, F. & Schelten, J. Piezoresistive sensors on AFM cantilevers with atomic 
resolution. Microelectron. Eng. 41–42, 441–444 (1998).
17. Thaysen, J., Boisen, A., Hansen, O. & Bouwstra, S. Atomic force microscopy probe with piezoresistive read-out and a highly 
symmetrical Wheatstone bridge arrangement. Sensors Actuators, A Phys. 83, 47–53 (2000).
18. Yu, X., Thaysen, J., Hansen, O. & Boisen, A. Optimization of sensitivity and noise in piezoresistive cantilevers. J. Appl. Phys. 92, 
6296–6301 (2002).
19. Yoshikawa, G. et al. Sub-ppm detection of vapors using piezoresistive microcantilever array sensors. Nanotechnology 20, 015501 
(2009).
20. Doll, J. C. & Pruitt, B. L. High-bandwidth piezoresistive force probes with integrated thermal actuation. J. Micromechanics 
Microengineering 22, 095012 (2012).
21. Tosolini, G., Scarponi, F., Cannistraro, S. & Bausells, J. Biomolecule recognition using piezoresistive nanomechanical force 
probes. Appl. Phys. Lett. 102, 253701 (2013).
22. Bausells, J. Piezoresistive cantilevers for nanomechanical sensing. Microelectron. Eng. 145, 9–20 (2015).
23. Itoh, T. & Suga, T. Development of a force sensor for atomic force microscopy using piezoelectric thin films. Nanotechnology 4, 
218–224 (1993).
24. Lee, J. H. et al. Immunoassay of prostate-specific antigen (PSA) using resonant frequency shift of piezoelectric nanomechanical 
microcantilever. Biosens. Bioelectron. 20, 2157–2162 (2005).
25. Karabalin, R. B. et al. Piezoelectric nanoelectromechanical resonators based on aluminum nitride thin films. Appl. Phys. Lett. 95, 
103111 (2009).
26. Ivaldi, P. et al. 50 nm thick AlN film-based piezoelectric cantilevers for gravimetric detection. J. Micromechanics Microengineering 
21, 085023 (2011).
27. Cleland, a. N. & Roukes, M. L. Fabrication of high frequency nanometer scale mechanical resonators from bulk Si crystals. Appl. 
Phys. Lett. 69, 2653–2655 (1996).
28. Ekinci, K. L., Huang, X. M. H. & Roukes, M. L. Ultrasensitive nanoelectromechanical mass detection. Appl. Phys. Lett. 84, 
4469–4471 (2004).
29. Johansson, A., Blagoi, G. & Boisen, A. Polymeric cantilever-based biosensors with integrated readout. Appl. Phys. Lett. 89, 173505 
(2006).
30. Schneider, A., Ibbotson, R. H., Dunn, R. J. & Huq, E. Arrays of SU-8 microcantilevers with integrated piezoresistive sensors for 
parallel AFM applications. Microelectron. Eng. 88, 2390–2393 (2011).
31. Arlett, J. L., Maloney, J. R., Gudlewski, B., Muluneh, M. & Roukes, M. L. Self-Sensing Micro- and Nanocantilevers with 
Attonewton-Scale Force Resolution. Nano Lett. 6, 1000–1006 (2006).
32. Xiao-mei, Y., Xing-liu, J., Thaysen, J., Hansen, O. & Boisen, A. Noise and sensitivity in polysilicon piezoresistive cantilevers. 
Chinese Phys. 10, 918–923 (2001).
33. Villanueva, G., Bausells, J., Montserrat, J. & Pérez-Murano, F. Polysilicon piezoresistive cantilevers for intermolecular force 
detection. in 2005 Spanish Conf. Electron Devices, Proc. 2005, 495–498 (2005).
34. Katragadda, R., Wang, Z., Khalid, W., Li, Y. & Xu, Y. Parylene cantilevers integrated with polycrystalline silicon piezoresistors for 
surface stress sensing. Appl. Phys. Lett. 91, 083505 (2007).
35. Kale, N. S., Nag, S., Pinto, R. & Rao, V. R. Fabrication and characterization of a polymeric microcantilever with an encapsulated 
hotwire CVD polysilicon piezoresistor. J. Microelectromechanical Syst. 18, 79–87 (2009).
36. Shekhawat, G., Tark, S.-H. & Dravid, V. P. MOSFET-Embedded microcantilevers for measuring deflection in biomolecular 
sensors. Science 311, 1592–1595 (2006).
37. Brenning, H. T. A. et al. A single electron transistor on an atomic force microscope probe. Nano Lett. 6, 937–941 (2006).
38. Koppinen, P. J., Lievonen, J. T., Ahlskog, M. & Maasilta, I. J. Strain sensing with submicron Al-AlO(x)-Al tunnel junctions. Rev. 
Sci. Instrum. 81, 023901 (2010).
39. Tosolini, G., Villanueva, G., Perez-Murano, F. & Bausells, J. Silicon microcantilevers with MOSFET detection. Microelectron. Eng. 
87, 1245–1247 (2010).
40. Huth, M. et al. Focused electron beam induced deposition: A perspective. Beilstein J. Nanotechnol. 3, 597–619 (2012).
41. Hansen, O. & Boisen, A. Noise in piezoresistive atomic force microscopy. Nanotechnology 10, 51–60 (1999).
42. Park, S.-J., Doll, J. C. & Pruitt, B. L. Piezoresistive Cantilever Performance-Part I: Analytical Model for Sensitivity. 
J. Microelectromech. Syst. 19, 137–148 (2010).
43. Doll, J. C. & Pruitt, B. L. Design of piezoresistive versus piezoelectric contact mode scanning probes. J. Micromechanics 
Microengineering 20, 095023 (2010).
44. Minne, S. C., Manalis, S. R. & Quate, C. F. Bringing Scanning Probe Microscopy Up to Speed. Ch. 2.7, 42 (Springer, US, 1999).
45. Sarid, D. Scanning force microscopy. Ch. 3.7, 46 (Oxford University Press, 1994).
46. Butt, H.-J. & Jaschke, M. Calculation of thermal noise in atomic force microscopy. Nanotechnology 6, 1–7 (1995).
47. Fukuma, T. & Jarvis, S. P. Development of liquid-environment frequency modulation atomic force microscope with low noise 
deflection sensor for cantilevers of various dimensions. Rev. Sci. Instrum. 77, 043701 (2006).
48. Bruker Nano Surfaces Division, Bruker MultiMode 8 Atomic Force Microscope Brochure (2011) Available at: https://www.
bruker.com/fileadmin/user_upload/8-PDF-Docs/SurfaceAnalysis/AFM/Brochures/B072-RevC0-MultiMode_8-Brochure__
LoRes_.pdf (Accessed: 26th August 2015).
49. García, R. & Pérez, R. Dynamic atomic force microscopy methods. Surf. Sci. Rep. 47, 197–301 (2002).
50. García, R. & San Paulo, A. Attractive and repulsive tip-sample interaction regimes in tapping-mode atomic force microscopy. 
Phys. Rev. B 60, 4961–4967 (1999).
51. Kokavecz, J., Horvath, Z. L. & Mechler, A. Dynamical properties of the Q-controlled atomic force microscope. Appl. Phys. Lett. 
85, 3232–3234 (2004).
52. Adams, J. D. et al. High-speed imaging upgrade for a standard sample scanning atomic force microscope using small cantilevers. 
Rev. Sci. Instrum. 85, 093702 (2014).
53. Giessibl, F. J. Atomic resolution on Si(111)-(7× 7) by noncontact atomic force microscopy with a force sensor based on a quartz 
tuning fork. Appl. Phys. Lett. 76, 1470–1472 (2000).
54. Enning, R. et al. A high frequency sensor for optical beam deflection atomic force microscopy. Rev. Sci. Instrum. 82, 043705 
(2011).
55. Bargatin, I., Myers, E. B., Arlett, J., Gudlewski, B. & Roukes, M. L. Sensitive detection of nanomechanical motion using 
piezoresistive signal downmixing. Appl. Phys. Lett. 86, 133109 (2005).
56. Fantner, G. E. et al. Use of self-actuating and self-sensing cantilevers for imaging biological samples in fluid. Nanotechnology 20, 
434003 (2009).
57. Aeschimann, L. et al. Scanning probe arrays for life sciences and nanobiology applications. Microelectron. Eng. 83, 1698–1701 
(2006).
58. Nečas, D. & Klapetek, P. Gwyddion: an open-source software for SPM data analysis. Cent. Eur. J. Phys. 10, 181–188 (2012).
www.nature.com/scientificreports/
1 1Scientific RepoRts | 5:16393 | DOI: 10.1038/srep16393
59. Gutsmann, T. et al. Force spectroscopy of collagen fibers to investigate their mechanical properties and structural organization. 
Biophys. J. 86, 3186–3193 (2004).
Acknowledgements
The authors acknowledge financial support by the European Union’s Seventh Framework Programme 
FP7/2007-2013/ERC under Grant Agreement No. 307338 (NaMic) and by the EUROSTARS project 
TRIPLE-S (Nr E! 8213). The authors thank Adrian Nievergelt and Blake Erickson for insightful discussions. 
The authors thank SCL-Sensor.Tech, Vienna, Austria and Vladimir Stavrov (AMG Technology Ltd, 
Botevgrad, Bulgaria) for supplying the cantilevers and necessary information.
Author Contributions
G.E.F. devised the project, M.D. and J.D.A. performed experiments and analyzed data. All authors 
contributed to writing of the manuscript.
Additional Information
Supplementary information accompanies this paper at http://www.nature.com/srep
Competing financial interests: The authors declare no competing financial interests.
How to cite this article: Dukic, M. et al. Piezoresistive AFM cantilevers surpassing standard optical 
beam deflection in low noise topography imaging. Sci. Rep. 5, 16393; doi: 10.1038/srep16393 (2015).
This work is licensed under a Creative Commons Attribution 4.0 International License. The 
images or other third party material in this article are included in the article’s Creative Com-
mons license, unless indicated otherwise in the credit line; if the material is not included under the 
Creative Commons license, users will need to obtain permission from the license holder to reproduce 
the material. To view a copy of this license, visit http://creativecommons.org/licenses/by/4.0/
